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Water Sample 2002-301 Sample 2002-302 Sample 2002-303
Analysis Units 5  Median MAD Lab Median MAD  Lab Median MAD  Lab
—_— feammmmme Lo e = e —_——
pH : unit 29 760 010 L7805 _ 830 013

EC dsim 29 1.64 0.08 011 002 035 0.03

Cations

ca* meclen— 08 419 018 052 003 253 013

Mg *? mmolell 28 156  0.07 014 001 128 008

Na* mmoleL. 27 84 05 0.30 003 012 003

K* mmole. 28 0.69 (.06 0.03 0.010 0.02 001

NH, " o~ T 0.01 001 = 0.00 o001 0.00 007

Sum Cations mmolc. 19 148 065 096 0.04 3.90 0.23

SAR vaue 16 5.0 0.1 0.53 005 0.09 0.01

Anions

HCO;~ mmoicl. 23 064 016 : 065 012 _ 340 040

(e mmole. 23 8.4 0.3 011 003 012 002

NO;" mmol 26 - 149 013 0.01 000 = 002 001

$0,7 mmolc. 24 415  0.16 0.16 0.04 015  0.04

Sum Anions i 147 039 _ : 096 017 - : 35 037

Cation - Anions mmolcL 19 0.07  1.40 = = 0,200 013 _ 0.26 023

Boron mglL 24 066 002 S 002 o001 : = 0.02 o001
Phosphorus - Spec mgll 9 234 004 0.02 001 0.02 001
Phosphorus - ICP == 240 012 0.01 001 _ 004 003

TKN mag/L 1 - - 040 0.00 - z

Nitrogen Combustion mgr 2 145 115 _ : 013 - 012 0I7— 015

1 - Values flagged exceed Waming Limits " * " 2.5 x MAD {Median Absolute Deviation) and Controf Limits " ** " 4 x MAD. "<" and "ND" vaiues not recorded.
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